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Abstract
Background: Since the introduction of the first reusable insulin pen, the advancement in the design of these pens is
still ongoing to develop a safe, more efficacious, less painful, and easy to use insulin pen device.
Main body: Possible errors in insulin delivery can occur at any stage of insulin delivery such as during the prescrip‑
tion stage, dispensing stage, or at administration stage. Mismatch of the insulin pen and cartridge is not uncommon
and is a potential risk for individuals with diabetes due to serious consequences associated with incorrect insulin
usage. The similarities in insulin cartridges of different manufacturers with regard to color and product names could
lead to mix-up of insulin pens and cartridges. These unmet needs have led to the ongoing search for developing insu‑
lin pens that can address these errors and provide more efficacious and safer choices for patients with diabetes.
Conclusion: This review provides an overview of currently available reusable pens in the market and highlights the
features of TouStar®, a new reusable pen with a dedicated cartridge intended to mitigate the risk of mismatch of the
cartridge.
Keywords: Cartridge, Diabetes mellitus, Insulin pen, Glargine 300 U/mL
Insulin therapy and unmet need
The discovery of insulin molecule, a ground-breaking
innovation in the history of diabetes care, has completed
100 years in 2021. In this time insulin therapy emerged as
an indispensable tool in the arsenal of therapies used for
diabetes management across the globe. However, errors
in the insulin-related medication therapy can have serious consequences. The overdose of insulin can lead to
severe hypoglycemia, causing seizures, coma, and even
death; or under dosing of insulin may result in hyperglycemia and sometimes ketoacidosis [1].
In the past three decades, the use of insulin pens has
received recognition as a promising insulin-delivery
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device from healthcare providers as well as patients due
to advantages such as less pain, ease of application and
benefits in achieving glycemic control. The superiority of
insulin pens has been established over conventional use
of vials and syringes, particularly in providing more accurate and safer dose delivery, comfort and convenience of
use, and lower risk of errors in the administration process [2–5]. The continual improvement in the technology of pens has contributed to the improved adherence
to insulin therapy and quality of life, increased patient
preference for insulin pens, and decreased overall healthcare cost [2–8]. Despite the rapid advancement in the
design of insulin pens to provide safe, more efficacious,
less painful, and easy to use insulin pen device, the currently available pens in the market have further scope of
improvement [9].
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Though insulin errors can occur at any of the steps of
the medication use process, including prescribing, transcribing, dispensing, and administration, the majority of
these errors occur during administration [10]. Mix-up of
the insulin pens/cartridges such as choosing the wrong
pen/cartridge when using both long- and short-acting
insulin is not uncommon and is a potential risk for individuals with diabetes due to adverse consequences associated with incorrect insulin usage [11]. The similarities
in insulin cartridges of different manufacturers with
regard to color and product names could lead to this mixup of insulin pens and cartridges. In addition, mistaking
a large dose of rapid-acting insulin for long-acting insulin
can be potentially fatal [11]. The color differentiation of
insulin pens has been able to eliminate this risk partially.
In particular, color differentiation features work better
for disposable insulin pens, where prominent surfaces
of the external components can have different colors for
fast- or long-acting insulins. However, when using reusable insulin pens, cartridge differentiation is critical and
even more difficult.
These unmet needs have led to the ongoing search for
developing better insulin pens that can address these
errors and provide more efficacious and safer insulin
pens. An insulin pen with a dedicated cartridge, wherein
cartridge is pre-assembled into the labelled cartridge
holder and will be replaced as a combined unit, could
help to overcome the issue of mix-up of insulin pens
and cartridges. The purpose of this review is to provide
an overview of currently available reusable pens in the
Indian market and to highlight the features of TouStar®
pen (delivering insulin glargine 300 U/mL), a new reusable pen with a dedicated cartridge, launched in India.

Overview of reusable pens
Among the various advantages of reusable pens, the most
important benefits include durability that aids in removing a barrier of large storage space required for disposable insulin pens, and flexibility in carrying 3–5-day
supply [12]. Meanwhile, the reusable insulin pens are
more accurate in terms of fulfilling the dose accuracy
according to international standards (ISO-11608-1) and
equipped with additional features such as audible, visual
and tactile feedback during dose dialing to support easy
application and may reduce the chances of human errors
during handling [13–15]. In addition, the newer reusable insulin pens provide a key benefit of correcting a
selected dose without losing insulin as compared to older
pens wherein it was not possible to dial “back” the dose
due to one directional dial restrictions. In older reusable pens, the steps to reset the pen when changing to a
new cartridge were quite difficult, wherein the piston rod
needs to be re-wound to its starting point. However, the
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advancement in the newer reusable pens allows the user
to just push the piston rod back into the pen instead of a
rotating step.
In addition to the afore-mentioned advantages, in various settings reusable pens may be cost-effective as compared to vials and syringes [16]. Further, these insulin
delivery pens are environmentally friendly that could
provide ecological advantage in terms of contributing to
less plastic waste, compared to disposable pens.
An assessment of reusable insulin pen devices among
patients with diabetes in developing countries reported
that the participants ranked AllStar® highest on majority
(75%) of the key features (easiest to use overall, 52%; easiest to read the dose, 42%; and easiest to self-inject, 39%)
compared to other reusable pens [17]. Currently there are
several reusable pens available in the global market with a
wide range of advantages that enhance the dose accuracy
and help to alleviate user or medication errors, thereby
increasing the efficiency of insulin therapy [9]. Table 1
summarizes the details of the currently available reusable
insulin pens in the market [18–25].

Factors determining choice of insulin pen
Given that the insulin pens are associated with less needle-phobia and the ease of injecting insulin contributes to
increased patient compliance with therapy, the selection
of an appropriate insulin administration device according
to patients’ preference is important to improve adherence
and to maintain persistence with basal insulin therapy
[26, 27].
Multiple factors are attributed in determining the most
appropriate insulin pen among the available options in
the market which include clinical and patient-related
factors.
Biomedical factors

• The advantage of the dose accuracy of insulin pens
compared to insulin delivery using syringes is one of
the important factors considered while choosing an
application device.
• Length of needle is a crucial factor in the selection
of insulin pen because generally all kinds of patients,
irrespective of their age, have needle phobia owing to
the perception of more pain associated with a higher
length of the needle [28].
• Resolution of dose increment: the required resolution
of dose increment varies individually depending on
each patient’s condition. For example, children with
type 1 diabetes, persons with brittle diabetes, and those
with very low dose requirements of insulin need a pen
device that will deliver insulin in smaller increments
such as 0.5 units. Thus, patients can opt to use insulin
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Table 1 Features of TouStar and other reusable pens
Feature

TouStar

AllStar

NovoPen 4

HumaPen Ergo II INSUPen Pro

Toujeo® U300

Any Sanofi U-100 Penfill®
(Lantus®, Insulin
lispro, Apidra®)

Huminsulin® or
Humalog®

Maximum dose that can be delivered in one injection
(increment in units)

80 U (1 U)

80 U (1 U)

60 U (1 U)

60 U (1 U)

60 U (1 U)

Total capacity

450 U

300 U

300 U

300 U

300 U

User can reverse dial without losing insulin

Yes

Yes

Yes

Yes

Yes

"End of cartridge" dial limit when dialing doses

Yes

Yes

Yes

No

No

Simple "push-to-reset" plunger (no screwing required)

Yes

Yes

Yes

Yes

Yes

Character height 3.3 (0.1)
(mm) after
magnification, if
applicable (SD)

3.2 (0.1)

3.4 (0.0)

3.1 (0.1)

3.0 (0.0)

Character width
(mm) after
magnification, if
applicable (SD)

2.1 (0.0)

2.4 (0.0)

1.9 (0.0)

2.0 (0.0)

Length with Cap 154.6b (0.2)
fitted in mm (SD)

154.6b (0.2)

157.1 (0.0)

165.2 (0.1)

166.6 (0.1)

Diameter at wid‑ 16.3b (0.0)
est point exclud‑
ing pocket clip in
mm (SD)

16.3b (0.0)

15.9 (0.0)

20.2 (0.0)

17.4 (0.0)

Insulin type

Readability, high contrast, magnified
dose numbers

Compactness

Weight—total mass in g, including a full cartridge (SD)

2.1 (0.0)

25.9a (0.0)

Dial extension measured at 60 U from end of dose button 27.5b (0.1)
to housing in mm. (SD)

Insugen-R Refil,
Insugen-N Refil,
Insugen-30/70®
Refil,
Insugen-50/50
Refil and Basalog
Refill

28.5 (0.0)

56.3 (0.1)

46.6 (0.1)

38.1 (0.0)

27.5b (0.1)

27.9 (0.0)

44.2 (0.1)

44.2 (0.1)

Differences were tested using a two-sided t-test at a significance level p = 0.001
SD standard deviation
a

Statistically significant difference between TouStar and all other pens

b

Statistically significant difference between TouStar/AllStar and remaining pens

pens that provide the desired resolution of dose increment depending on their condition.
• Suitability for users with different needs, such as dexterity-challenged persons: insulin pens with a legible
display of dose, audible, visual and tactile feedback after
each dialed dose, and plunger buttons that need low
injection force as well as short dial extensions when
dialing and injecting higher doses, are required for different user groups, such as patients with poor dexterity
or elderly users [26, 29–31].
Psychosocial factors

In patient-centric factors, the attractiveness of pen substantially contributes as a deciding factor in the choice
of insulin pen. The size, color, and discreteness of pen
design are factors that may influence patient preference. Other factors like comfort in using the device
and ease of transport may also contribute as a deciding

factor for many patients in determining best suitable
insulin pen that can have minimal impact on patient’s
quality of life [29, 32].
Pragmatic factors

• Cost of insulin refills and needles along with the
device are also vital contributors that need to be considered by healthcare professionals, especially for
patients with low socioeconomic status.
• Expected duration of insulin therapy required for
each patient is another factor that can influence
the choice of insulin device. In general, for patients
requiring long-term insulin therapy, reusable insulin
pens may be preferred; while for those who require
insulin therapy for a short duration, disposable insulin pens are preferred [29].
• For patients needing intensification or de-escalation
of insulin regimen in near future, the compatibility of
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insulin device with multiple insulin preparations is an
important consideration.
• Familiarity of the pen further benefits patients in
terms of well-versed knowledge of handling of the
device that could reduce the risk for handling and
dosing errors.
• Availability of insulin cartridges that are compatible
to the prescribed insulin pen and ancillary supplies
are other factors that are important for patients living
in rural areas where easy access to medicine is limited.
• Monthly dose requirement of insulin and capacity of
the device are also important factors in determining
the best suitable insulin pen [29].

Medication counseling factors

Initial and regular counselling of patients to educate
about proper technique of using insulin pens is recommended and is an important factor in achieving better
glycemic control and improved medication adherence
[33]. Generally, healthcare professionals (HCPs) play an
important role in counselling patients about the use of
insulin pens and the risk of error in dose delivery. Due
to heavy patient load in routine clinical practice, the time
taken to teach and their ability to provide post-counselling follow-up may also be considered important in influencing the choice of insulin pen. Similarly, from patients’
point of view, time taken to learn is an important aspect
that determines their preference for any insulin pen. The
insulin pens that are easier to use and learn are preferred
by patients [29].

Overview of TouStar features and comparison
with other available reusable pens
TouStar pen is an advanced version of AllStar pen and
is intended to be used in conjunction with the insulin
glargine 300 U/mL in a dedicated cartridge (Toujeo®
1.5 mL cartridges) to deliver insulin through subcutaneous injection using commercially available needles. The

Fig. 1 Parts of TouStar
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key technical features of TouStar pen are summarized in
Table 1, and Fig. 1 presents the design of the pen device.
The dedicated cartridge comprises a Toujeo cartridge
pre-assembled into the labelled cartridge holder and
will be replaced as a combined unit. The dedicated joint
interface between the cartridge holder and pen body
is intended to prevent users from using other insulin
cartridges and accidentally using a prandial insulin or
insulin of other concentration with this pen to mitigate
potentially adverse dosing errors. Thus, this pen provides a facility of using a dedicated cartridge that helps
in avoiding the mismatch error of the insulin pen and
insulin refills and therefore can help to eliminate the risk
of administering incorrect insulin and associated serious
complications. Among the currently available reusable
insulin pen devices in the market, there is no pen device
that provides this feature of dedicated cartridges.
The cartridge holder allows visibility of the deliverable
volume before and during the use of the pen injector. A
scale on the cartridge holder label helps to determine
the residual deliverable volume in the cartridge. A largeprint dose window is provided for better visibility of the
selected dose values.
Owing to the higher amount of insulin per unit volume
and size of the cartridge used, the TouStar pen contains
a higher-ratio mechanism that was designed to make
smoother dose delivery and easier than previous versions
of the AllStar pen with low injection force (Fig. 2) [34].
At the same time, TouStar retains the same dial extension
as AllStar. Small dial extension of pen may make it easy
to use and convenient for patients with poor dexterity.
A low injection force facilitates a simpler operation and
reduced injection-site pain [35, 36].
This device provides selection of range of doses up to
80 U in increments of 1 U. The wide deliverable dose
limit of 80 U at a time avoids the need for re-dialing or
injecting twice for administration of large doses. The
dose delivery in 1 U increment is common among several
reusable pens available in the market; whereas few reusable pens, such as H
 umaPen® Luxura™ HD have the ability to deliver insulin in half-unit increments [18, 37, 38].
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Fig. 2 An illustration of the mechanism ratio and volume of insulin delivered by TouStar and AllStar for an equivalent dose of insulin. Mechanism
ratio: the ratio of movement of the dose button relative to the piston rod when delivering a dose

The total deliverable dose in the TouStar cartridge is
450 U which may allow patients to use this insulin cartridge for a long duration. All the other available products
have a total deliverable capacity of 300 U or less [18–25].
Mechanical last dose stop feature of TouStar helps to prevent dialed dose from exceeding the remaining content
thereby reducing the risk of underdosing. This feature of
TouStar is in accordance with the AllStar pen device and
with other reusable pens in the market as well [24].
Dose dial grip extension of ≤ 35 mm provides short
dial-out distance. This feature may be useful for patients
with different hand sizes (such as female or elderly
patients with low finger strength, with small hands). Tactile, visual, and audible feedback at each dose-setting
helps patients to confirm the desired dosage delivery.
In addition, it is possible to inject multiple doses with
a penalty-free dose correction facility, thus allowing to
correct an over-dialed dose with a needle fitted without
wasting the insulin dose. The device will provide its total
deliverable volume after the correction of an 80 U dose.
The TouStar pen could be used for three years
and is similar to most of the available reusable pens
(HumaPen Luxura HD, NovoPen® 3, INSUPen). Only
for NovoPen® 4, the in-use lifetime is five years when the
pen is used for three daily injections.
TouStar has a dose-dial grip hold time of 5 s for full
dose delivery. It enables delivery of volume within safety
margin when the injection is made without holding time.
This feature is observed in few marketed pen devices
(HumaPen Luxura HD), while other devices require a

hold time of 10 s to deliver a full dose of the drug (AllStar,
INSUPen) [18, 24, 25].

Assessment of features of TouStar and four other
reusable insulin pens available in India
An assessment was conducted to evaluate the relevant
pen dimensions, weight and the font size within the dose
window of five representative reusable insulin pens. The
assessment parameters include: weight of the pen with
insulin cartridge and cap attached, length of the extended
dose dial extension when the pen is dialed to 60 U, length
of the pen dialed to the maximal number of units with
cap attached, length of the pen with cap fitted, maximum
diameter of pen body, number height and number width
within dose window. The measurements were carried out
in an external laboratory (Dr. Arnd Friedrichs Unternehmensberatung, Görlitz, Germany) in February 2021
under standardized conditions. Five pens of each model
were used. Each measurement was repeated in triplicate.
The length and maximum diameter were measured with
a pair of calibrated electronic calipers. For the measurement of the pen weight, a calibrated precision balance
was used (OHAUS PA2101). The size of the number
within the dose window was measured with a precision
magnifying lens with integrated scale and a seven-fold
magnification. All parameters were assessed without
attaching a needle to the pen. Table 1 summarizes the
observations from this assessment.
The pen characteristics investigated in this assessment
may have impact on the confidence of users and ease of
pen use. Improved ease of use may result in convenience
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of treatment and improved treatment compliance.
A lower pen weight may be convenient for everyday
transportation, ease of operation and may be particularly important for elderly patients with neuromuscular
impairments or hand fatigue. Smaller pen dimensions
and a shorter dial extension may facilitate easier operation, particularly for patients with small hands and limited dexterity. A larger dose digit facilitates easier dose
setting because of increased readability. The selection of
pen should be individualized according to the needs of
the patient.

Future scope of further research
Further studies assessing the injection force of reusable
pens are needed. Furthermore, clinical experience data,
real-world evidence, and studies evaluating user preference of the reusable pens available in India will help to
establish a concrete evidence with respect to its appropriate use in routine clinical practice.
Conclusion
The unique design features make TouStar pen the first
reusable insulin pen with a dedicated cartridge for longacting insulin glargine 300 U/mL to deliver the appropriate dose intended to mitigate the risk of mismatch of the
insulin glargine 300 U/mL cartridge with another insulin cartridge or the wrong insulin pen. Future real-world
studies are necessary to understand the user experience
with reusable pens in routine clinical practice.
Abbreviation
HCPs: Healthcare professionals.
Acknowledgements
Authors would like to thank Tejal Vedak of Sqarona Medical Communications
LLP, Mumbai for medical writing assistance which was paid for by Sanofi.
Editorial support was also provided by Anahita Gouri and Rohan Mitra from
Sanofi India.
Prior presentation
Parts of this manuscript have been presented as a poster (#P239) at the 14th
International Conference on Advanced Technologies & Treatments for Diabe‑
tes (ATTD 2021), Virtual (2–5 June 2021) and as an encore poster at the 49th
Annual Meeting of Research Society for the Study of Diabetes in India (RSSDI
2021), Virtual (11-14 November 2021).
Authors’ contributions
SM and JW were the major contributors in conceptualizing the manuscript.
SM, JW, DB and CR were major contributors in drafting the manuscript. All
authors corrected and reviewed the manuscript. All named authors meet the
International Committee of Medical Journal Editors (ICMJE) criteria for author‑
ship for this article and take responsibility for the integrity of the work as a
whole. All authors read and approved the final manuscript.
Funding
The initiative and experimental measurements and open access fees were
funded by Sanofi.

Page 6 of 7

Availability of data and materials
Data sharing is not applicable to this article as no datasets were generated or
analyzed during the current study.

Declarations
Ethics approval and consent to participate
This article is based on previously conducted studies and does not contain
any studies with human participants or animals performed by any of the
authors.
Consent for publication
Not applicable.
Competing interests
SM is an employee of Sanofi, Mumbai, India and may hold stock options. JW
is an employee of Sanofi, Paris, France and may hold stock options. DB and CR
are employees of Sanofi-Aventis Deutschland GmbH, Frankfurt, Germany and
stockholders of Sanofi. RV is an employee of DCA Design International Ltd.,
Warwick, UK. AF and SA are employees of Dr. Arnd Friedrichs Unternehmens‑
beratung, a paid consultant to Sanofi-Aventis Deutschland GmbH. MT is an
employee of the Zentrallaboratorium Deutscher Apotheker a paid consultant
to Sanofi-Aventis Deutschland GmbH.
Author details
1
DCA Design International Ltd., Warwick, UK. 2 Sanofi-Aventis Deutschland
GmbH, Frankfurt, Germany. 3 Sanofi, Paris, France. 4 Dr. Arnd Friedrichs
Unternehmensberatung, Görlitz, Germany. 5 Zentrallaboratorium Deutscher
Apotheker, Eschborn, Germany. 6 Sanofi, Mumbai, India.
Received: 27 August 2021 Accepted: 25 November 2021

References
1. Prescrire Editorial Staff. Insulin use: preventable errors. Prescrire Int.
2014;23:14–7.
2. Truong TH, Nguyen TT, Armor BL, Farley JR. Errors in the administration
technique of insulin pen devices: a result of insufficient education.
Diabetes Ther. 2017;8:221–6.
3. Molife C, Lee LJ, Shi L, Sawhney M, Lenox SM. Assessment of patientreported outcomes of insulin pen devices versus conventional vial and
syringe. Diabetes Technol Ther. 2016;11:529–38.
4. Cuddihy RM, Borgman SK. Considerations for diabetes: treatment with
insulin pen devices. Am J Ther. 2013;20:694–702.
5. Magwire ML. Addressing barriers to insulin therapy: the role of insulin
pens. Am J Ther. 2011;18:392–402.
6. Wei W, Pan C, Xie L, Baser O. Real-world insulin treatment persistence
among patients with type 2 diabetes. Endocr Pract. 2014;20:52–61.
7. Grabner M, Chu J, Raparla S, Quimbo R, Zhou S, Conoshenti J. Clinical
and economic outcomes among patients with diabetes mellitus initi‑
ating insulin glargine pen versus vial. Postgrad Med. 2013;125:204–13.
8. Baser O, Bouchard J, DeLuzio T, Henk H, Aagren M. Assessment of adher‑
ence and healthcare costs of insulin device (FlexPen) versus conventional
vial/syringe. Adv Ther. 2010;27:94–104.
9. Kesavadev J, Saboo B, Krishna MB, Krishnan G. Evolution of insulin deliv‑
ery devices: from syringes, pens, and pumps to DIY artificial pancreas.
Diabetes Ther. 2020;11:1251–69.
10. Cousins D, Rosario C, Scarpello J. Insulin, hospitals and harm: a review of
patient safety incidents reported to the National Patient Safety Agency.
Clin Med. 2011;11:28–30.
11. Grissinger M. Avoiding problems with insulin pens in the hospital. P T.
2011;36:615–6.
12. Al-Tabakha MM, Arida AI. Recent challenges in insulin delivery systems: a
review. Indian J Pharm Sci. 2008;70:278–86.
13. Selam JL. Evolution of diabetes insulin delivery devices. J Diabetes Sci
Technol. 2010;4:505–13.
14. Novo Nordisk Blue sheet. Quarterly perspective on diabetes and chronic
diseases. 2010. http://www.press.novonordisk-us.com/bluesheet-issue2/

Veasey et al. Diabetology & Metabolic Syndrome

15.
16.
17.
18.
19.
20.
21.
22.
23.
24.

25.
26.
27.
28.

29.
30.
31.
32.
33.
34.

35.
36.
37.
38.

(2021) 13:147

downloads/NovoNordisk_Bluesheet_Newsletter.pdf. Accessed 1 Jan
2021.
Penfornis A, Personeni E, Borot S. Evolution of devices in diabetes man‑
agement. Diabetes Technol Ther. 2011;13(Suppl 1):S93-102.
Al-Sharayri MG, Alsabrah TM, Aljbori TM, Abu-Rumman AE. Insulin
vials vs. insulin cartridges: further cost considerations. Saudi Pharm J.
2013;21:225–7.
Tschiedel B, Almeida O, Redfearn J, Flacke J. Initial experience and evalu‑
ation of reusable insulin pen devices among patients with diabetes in
emerging countries. Diabetes Ther. 2014;5:545–55.
HumaPen LUXURA® HD insulin delivery device instructions for use.
https://pi.lilly.com/us/HumaPen_Luxura_HD_um.pdf. Accessed 13 June
2021.
HumaPen Ergo II insulin delivery device user manual. http://www.iabl.
net/insert/Ergo-II-User-Manual.pdf. Accessed 13 June 2021.
NovoPen Echo® user guide. https://www.novonordisk.com/content/
dam/nncorp/global/en/about-us/pdfs/instructions-for-use/NovoP
enEcho-IR.pdf. Accessed 1 Jan 2021.
NovoPen 4 user guide. https://www.novonordisk.com/content/dam/
nncorp/global/en/about-us/pdfs/instructions-for-use/Novopen4-UK.pdf.
Accessed 1 Jan 2021.
How to use NovoPen® 5. https://www.diabeteswhatsnext.com/content/
dam/patientengagementprogram/shared/content-pages/pdfs/NovoP
en-5-generic-injection-guide.pdf. Accessed 13 June 2021.
Autopen classic. https://www.owenmumford.com/en/wp-content/uploa
ds/sites/2/2014/11/Autopen-Classic-IFU.pdf. Accessed 1 Jan 2021.
Instruction for use: AllStar®, your reusable insulin delivery device. https://
www.sanofi.in/-/media/Project/One-Sanofi-Web/Websites/Asia-Pacifi c/
Sanofi-IN/Home/science-and-innovation/for-healthcare-professionals/
product-information/Allstar.pdf?la=en. Accessed 13 June 2021.
INSUPen Pro IFU final user manual. https://www.biocon.com/docs/
domestic-market-pi/metabolics/INSUPen%20Pro%20IFU.pdf. Accessed
13 June 2021.
Anderson BJ, Redondo MJ. What can we learn from patient-reported
outcomes of insulin pen devices? J Diabetes Sci Technol. 2011;5:1563–71.
Chan WB, Chen JF, Goh SY, Vu TTH, Isip-Tan IT, Mudjanarko SW, et al. Chal‑
lenges and unmet needs in basal insulin therapy: lessons from the Asian
experience. Diabetes Metab Syndr Obes. 2017;15:521–32.
Ramadan WH, Khreis NA, Kabbara WK. Simplicity, safety, and acceptability
of insulin pen use versus the conventional vial/syringe device in patients
with type 1 and type 2 diabetes mellitus in Lebanon. Patient Prefer
Adherence. 2015;9:517–28.
Kalra S. Choosing an insulin delivery device. https://diabetes.medicinema
tters.com/insulin/injection-pens/choosing-an-insulin-delivery-device/
11093366. Accessed 13 June 2021.
Asakura T, Seino H. Assessment of dose selection attributes with audible
notification in insulin pen devices. Diabetes Technol Ther. 2005;7:620–6.
Fox C, McKinnon C, Wall A, Lawton SA. Ability to handle, and patient
preference for, insulin delivery devices in visually impaired patients with
type 2 diabetes. Pract Diabetes Int. 2002;19:104–7.
Kalra S, Girdhar R, Sahay R. Green diabetology. Indian J of Endocrinol
Metab. 2015;19:698–700.
Gupta A, Phatak S, Rao YS, Ramesh J, Sanyal D. Consensus on choice of
insulin pen devices in routine clinical practice in India. Diabetes Technol
Ther. 2020;22:777–86.
Friedrichs A, Korger V, Adler S. P95: injection force (IF) of reusable insulin
 ovoPen® 3 (NP3), H
 umaPen® Ergo
pens in India: NovoPen® 4 (NP4), N
(HPE), Glaritus® Pen Royale (WR), INSUPen® (IP), and A
 llStar® (AS). Diabe‑
tes Res Clin Pract. 2014;103:S1-61.
Friedrichs A, Bohnet J, Korger V, Adler S, Schubert-Zsilavecz M, AbdelTawab M. Dose accuracy and injection force of different insulin glargine
pens. J Diabetes Sci Technol. 2013;7:1346–53.
Friedrichs A, Korger V, Adler S. Injection force of reusable insulin pens:
Novopen 4, Lilly Luxura, Berlipen, and ClikSTAR. J Diabetes Sci Technol.
2011;5:1185–90.
Magnotti MA, Rayfield EJ. An analysis of the HumaPen Luxura HD
pen: what is the role of 0.5-unit insulin dosing? J Diabetes Sci Technol.
2010;4:357–8.
Klonoff DC, Nayberg I, Stauder U, Oualali H, Domenger C. Half-unit insulin
pens: disease management in patients with diabetes who are sensitive to
insulin. J Diabetes Sci Technol. 2017;11:623–30.

Page 7 of 7

Publisher’s Note

Springer Nature remains neutral with regard to jurisdictional claims in pub‑
lished maps and institutional affiliations.

Ready to submit your research ? Choose BMC and benefit from:

• fast, convenient online submission
• thorough peer review by experienced researchers in your field
• rapid publication on acceptance
• support for research data, including large and complex data types
• gold Open Access which fosters wider collaboration and increased citations
• maximum visibility for your research: over 100M website views per year
At BMC, research is always in progress.
Learn more biomedcentral.com/submissions

